INTRODUCTION
Specially designed Optical Fiber (OF) can be worked as a sensor. The OF for sensor application is designed in such a way so that there is a short portion in the fiber where the core refractive index is different from the usual fiber core and cladding refractive index [1] . Normally, a periodic structure is introduced in that short portion of the OF core. This portion of the fiber core reflects the light of a specific wavelength & generally known as Fiber Bragg Gratings (FBG). A type of Distributed Bragg Reflector (DBR) constructed in a short segment of Optical Fiber that reflects the light of a particular wave length (known as Bragg wavelength) and transmit all others is known as FBG. Where DBR is a structure formed from multiple layers of alternating materials with varying refractive index, or by periodic variation of some characteristic (such as height) of a dielectric waveguide, resulting in periodic variation in the effective refractive index in the guide [2] , [3] . A sensor whose sensitivity is based on the Bragg wavelength shift of the Fiber Bragg Gratings is known as FBG based sensors. In other way we can say that FBG is periodic wavelength scale variation of refractive index inscribed in the segment of the fiber core. Bragg gratings reflect the light at a particular wavelength which satisfies Bragg condition. This reflection in a grating occurs as coupling between forward and back propagation modes at certain wavelength take place [4] . The coupling coefficient of the modes is maximal when special condition (Bragg condition) between wave vectors of light and vector number of the grating is satisfied:
 is wavelength of light called Bragg wavelength,  is grating period, eff n is effective refractive index of the core and m is the diffraction order. The operation principle of fiber Bragg grating is illustrated in Fig. 1 . Fig. 1 Fiber Bragg Grating, refractive index modulation and spectral response [2] For a single FBG theoretically there exists infinite number of Bragg wavelength. It can be clearly seen from the (1), as for different values of m, i.e. diffraction order Bragg wavelength are different. These Bragg wavelengths are separated from each other by quite large spectral range, so on practice only one (first or sometimes second) Bragg resonance wavelength is being used. For instance, when the first Bragg wavelength of the grating (m=1) is 1550 nm, then the second one is twice less: 750 nm. While the spectral range of sources used for fiber usually doesn't exceed 100 nm.
Additional Bragg peaks can occur if the modulation of the refractive index in FBG is not sinusoidal (which is usually the case). For instance in case of rectangular grating, the Fourier spectrum the latter has a number of modulation frequencies, which can results in several Bragg peaks. Even though most of the gratings inscribed in fiber has nearly sinusoidal index modulation. There are different structures of FBGs, in this paper the experiment and analysis was done on uniform FBG to analyze the sensing capability of a FBG as a sensor.
II. SENSING PRINCIPLE
In (1) two parameters can depend on external condition change, i.e. change of temperature and strain. These parameters are effective index of the core ( eff n ) and the period of the grating (  ). When temperature changes the effective index is changing due to thermo-optic effect, while the period changes due to thermal expansion of the glass. When strain is applied effective index is changing due to elasto-optic effect, while period is changing because of elasticity of the glass and can be explained by Hooke's law. As a result of strain and temperature change the effective index is changing by 
The last term of the expression can be neglected as it is multiplication of two small quantities. Also taking into account (1) (unperturbed Bragg condition), we will come to the formula for the shift of Bragg wavelength:
Due to the change of any parameter mentioned above, the Bragg wavelength will shift. By observing the corresponding Bragg wavelength shift with the reference one can sense the change.
III. TEMPERATURE SENSITIVITY: EXPERIMENTAL RESULTS AND ANALYSIS
For this experiment -current used to heat up the grating was 0.8A (maximum). This current flow through steel metal plate and produce heat, the FBG was glued on this metal plate. One end of this FBG was connected to the signal generator and the other end was connected with an Optical Spectrum Analyser (OSA). Maximum temperature used was 51 C & maximum voltage used was 4.5 V.
Step used to increase current to increase temperature was 0.04 A. Experimental results due to the temperature change are listed in the Table I  [5] . From the above Table I we plot the data as Temperature vs. Bragg wavelength and we got almost linear curve (Fig. 2 & Fig. 3 ). This implies that with the temperature change the Bragg wavelength shifts linearly. So by observing the Bragg wavelength shift with the reference Bragg wavelength we can sense the temperature through this sensor. Fig. 2 Experimental results of the Bragg wavelength dependence on temperature [5] . Fig. 3 Experimental results of the Bragg wavelength dependence on temperature and linear fitting.
Calculation of Error
For the calculation of the error [6] let us consider the measurements with readings 14 and 21. The absolute error of the temperature is 0.1 0 C and for wavelength 0.001, so the sensitivity is: 
Error generated from the ratio can be calculated in the following way: 
So the sensitivity of the sensor with the calculated error is:
IV. AXIAL STRAIN SENSITIVITY: EXPERIMENTAL RESULTS AND ANALYSIS
For optical fiber maximum strain that can be tolerated is 0.1% of its length. The length of our OF = 40 cm. So the maximum strain that can be applied in terms of distance is 0.4 mm. We plotted data from Table III and got again almost linear curve for this strain change on the FBG (Fig. 4 &  Fig. 5 ). From the experimental results we can see that due to the strain change the Bragg wavelength shifts linearly with respect to the applied strain. The above curve is not completely linear at the beginning and at the end because of the experimental setup and the range respectively. When the experimental setup becomes stable with the surroundings the curve becomes linear in response of the strain. So by observing the Bragg wavelength shift (Fig.6 ) with respect to the reference Bragg wavelength we can sense the strain on the FBG. Fig. 6 Observed reflected Bragg wavelength in OSA [5] .
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V. APPLICATION OF FBG BASED SENSORS
Based on the application certain FBGs are chosen to make the sensors. FBG based sensors have a lot of applications. This type of strain sensors can be used in civil engineering work such as river bridge safety monitoring, telecommunication and other tower stability monitoring. Now a day a lot of bridges over river or canal are built in many developing countries (such as Bangladesh) but there is no sensor included with the bridge. As a result it is not possible to check the bridge stability or safety. As example, a crack was found on the Jamuna Bridge in Bangladesh which was not an old bridge [7] . This type of crack was occurred due to the overloaded vehicle let pass over the bridge. And the bridge has no sensor to monitor this extra mechanical stress and strain. This kind of damage of the bridge can be easily prevented. From the above experimental results and analysis we know that FBG based sensors are sensitive to the mechanical strain as well as stress. If the strain is too high due to the overloaded vehicle on the bridge then the sensor will automatically response or ring the alarm. The FBG based temperature sensors can be used in industry or any other places where accurate temperature reading with negligible error is required.
VI.

CONCLUSION
It is observed and analysed that when there is a change in optical properties of a material (FBG) because of heat radiation the effective refractive index (as well as the grating period) is changing as a result the Bragg wavelength shifts. Again a change in the refractive index of an optical fiber caused by variation in the length or width of the fiber core in response to mechanical stress results the change of effective refractive index and causes the Bragg wavelength shift according to (1) . There is a linear relationship between the Bragg wavelength shift and the temperature [8] as well as the strain [9] change. So by comparing the shifted Bragg wavelength due to the temperature or stress with the reference Bragg wavelength at room temperature and without any stresses, it is possible to sense the temperature and strain. So it is verified by lab experiment that FBG based sensors are good sensor to sense very small quantity accurately with negligible error. Thus FBG can work as a sensor. Even chirped Fiber Bragg Grating can also be used as sensors [10] .
